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We have developed a technique for constructing light diffusing devices comprised of a flexible 
shape memory polymer (SMP) cylindrical diffuser attached to the tip of an optical fiber. Devices 
were fabricated by casting an SMP rod over the cleaved tip of an optical fiber and media blasting 
the SMP rod to create a light diffusing surface. The axial and polar emission profiles and 
circumferential (azimuthal) uniformity were characterized for various blasting pressures, nozzle-
to-sample distances, and nozzle translation speeds. The diffusers were generally strongly 
forward-directed and consistently withstood over 8 W of incident infrared laser light without 
suffering damage when immersed in water. These devices are suitable for various endoluminal 
and interstitial biomedical applications.
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21 Introduction
Cylindrical light diffusing devices are used in various interstitial and endoluminal biomedical 
applications including thermal laser therapies [1, 2] and photodynamic therapy [3-7]. Our group 
has also used them for in vitro photothermal actuation of endovascular prototype devices 
including embolic foams to fill aneurysms [8, 9] and self-expanding stents [10]. The diffuser is 
generally located at the end of a flexible optical fiber and is guided to the target through a needle, 
catheter, or endoscope. The required optical and mechanical characteristics of the light diffusing 
device are application-dependent. Optical characteristics including the light emission profile and 
the power handling capability, together with the tissue absorption and scattering properties, 
govern the amount and distribution of light delivered to the target tissue volume. Mechanical 
characteristics including diffuser length, diameter, and flexibility determine where in the body 
the device can be delivered.
Several techniques have been employed to construct cylindrical light diffusing devices, 
including etching the end of an optical fiber [11-13], adding a diffusing tip comprised of 
embedded light scattering particles to the end of an optical fiber [11, 12], and writing a grating 
into an optical fiber using an excimer laser [14]. Because different diffuser types emit light 
differently, accurate light dosimetry in the target tissue depends on understanding the light 
distribution for the particular type of diffuser. Light diffusion measurement systems have been 
constructed to characterize the axial and circumferential (azimuthal) light emission profiles by 
sampling discrete points along the diffuser [15] or imaging the entire diffuser [12, 16]. In 
addition to the axial and circumferential (azimuthal) directions, measurement of the polar
radiance distribution has been performed to provide a more thorough assessment of the diffuser 
emission [17-19].
3We have developed a technique for constructing high-power light diffusing devices
comprised of a flexible shape memory polymer (SMP) cylindrical diffuser attached to the tip of 
an optical fiber. These diffusers were initially developed to provide a means of photothermal 
actuation for the devices mentioned previously [8-10], though other applications are possible. In 
addition to possessing shape memory ability (see Fig. 1(a-c)), the stiffness and emission profile 
of these SMP diffusers can be tailored to suit a particular application, and are therefore novel 
compared to other commercially available biomedical cylindrical diffusers. Device fabrication 
procedures are described and the results of optical testing, including axial and polar profiles, 
circumferential (azimuthal) uniformity, and damage threshold, are presented.
2 Materials and Methods
2.1 Shape Memory Polymer (SMP)
A thermoset SMP formulation developed in-house [20] was used to construct the cylindrical 
diffuser. It was specifically designed to have low absorption in the visible and near-infrared 
spectral regions as shown in Fig. 2(a) to permit laser light transmission. By modifying the 
chemical composition of the SMP, the soft phase glass transition temperature (Tg) can be 
adjusted from 34 to 86 °C, resulting in an elastic modulus from approximately 107 Pa (rubber-
like) to 109 Pa (glass-like), respectively, at body temperature (37°C) [20]. This feature enables 
the flexibility of the diffuser to be tailored to the application. In addition, SMP has the unique 
ability to recover a programmed shape via a thermal actuation mechanism. When sufficiently 
below its Tg, the SMP can maintain a secondary shape that is different than its original 
4programmed shape. For the thermoset SMP, the programming occurs during casting (i.e., the cast 
shape is held in “memory”). The secondary shape is obtained by reforming the SMP while 
heated slightly above Tg and then cooling to stabilize the new shape. As the temperature is 
increased to Tg, the SMP will transform back to its programmed shape. Examples of shape 
recovery by laser heating are illustrated in Fig. 1(a-c).
2.2 Device Fabrication
The light diffusing devices were made by first injection molding the thermoset SMP (Tg = 81°C) 
around the end of a cleaved 100-μm-core silica optical fiber (FIP100110125, Polymicro 
Technologies, LLC, Phoenix, AZ) using a teflon tube with an inner diameter of 1 mm or 300 μm
as the casting mold. The inner diameter of the casting tube was larger than the optical fiber 
diameter. Therefore, a smaller teflon tube collar was positioned over the optical fiber (between 
the optical fiber and the casting tube) to approximately center the optical fiber tip in the casting 
tube. As the SMP was thermally cured, it bonded with the optical fiber, creating a strong joint 
without the need for additional adhesives or mechanical fixtures. An image of a joint between an
optical fiber (125-μm diameter) and a cast SMP rod (300-μm diameter) is shown in Fig. 2(b).
An abrasive media blasting system was built to create a diffusing surface on the SMP rod. 
The abrasive material (100-μm sodium bicarbonate particles) was fed through a media blasting 
machine (MicroBlaster MB1000-1, Comco, Inc., Burbank, CA) modified for low-pressure 
operation (60 psi maximum). The blasting nozzle (800-μm opening) was mounted on a 
motorized translation stage and the SMP rod sample was fixed on a motorized rotation stage; 
both stages were controlled using LabVIEW software (National Instruments Corp., Austin, TX). 
5Beginning near the distal end of the SMP rod, the nozzle was translated 3 cm along the 
longitudinal axis of the SMP rod as the SMP rod rotated at 48 rpm around its longitudinal axis to 
expose the entire circumference to the abrasive media stream. The blasting pressure (10, 30, 50 
psi), nozzle-to-sample distance (1, 2, 3 cm), and nozzle translation speed (1, 2, 3 mm/s) were
systematically varied to assess their effects on the emission profile and diffusion efficiency 
(percentage of incident light emitted outward from the abraded surface of the SMP rod).
2.3 Optical Characterization
A 4 mW, 670 nm diode laser module (Coherent Inc., Auburn, CA) was used to characterize the 
diffuser output, which is wavelength-dependent. For the systematic parameter study, 1-mm-
diameter SMP rods were cast without optical fibers to accelerate the fabrication process. For 
these samples, the proximal end of the diffuser was faced using a stainless steel blade in a 
guillotine-style fixture to provide a flat end surface. The laser light was coupled into the diffuser 
using a fiber collimation lens (F220SMA-B, Thorlabs, Inc., Newton, NJ). The lens focused the 
laser beam onto the proximal end of the SMP rod; the first 4 cm of the 8.5-cm-long SMP rod was 
not abraded as this area was concealed by the fixture used to hold the SMP rod in place, and the 
last 1.5 cm was also not abraded.
The theoretical half-angle of the cone of light launched in the SMP rod for the lens and fiber 
coupling schemes was calculated using Snell’s Law and the following actual values: SMP 
refractive index = 1.58, lens diameter = 6 mm, lens focal length = 11 mm, diode laser elliptical 
beam major axis = 4 mm and minor axis = 1 mm, fiber core refractive index = 1.4571, fiber 
numerical aperture = 0.22 in air. For the fiber-coupled diffuser, the theoretical half-angle emitted 
6by the optical fiber embedded in the SMP rod is 8.0°. For the lens-coupled diffuser, the 
theoretical half-angles corresponding to the major and minor axes of the laser beam are 6.5° and 
1.6°, respectively. Ignoring scattering at the abraded surface, the theoretical numerical aperture 
(NA) of the SMP rod in air is 1.22 and the critical angle for total internal reflection (θc) is 51° 
(with respect to the rod axis).
To measure the axial light emission profile along the length of the diffuser, a 12-bit grayscale 
image of the emitting diffuser was acquired using a CCD camera (CoolSNAP HQ, Photometrics, 
Tucson, AZ) fitted with a Fujinon 1:1.7/35mm lens and 5-mm extension tube. The diffuser was 
manually rotated and re-imaged to assess the circumferential (azimuthal) uniformity. MATLAB 
(The MathWorks, Inc., Natick, MA) software was used to calculate the average pixel intensity 
across the width of the diffuser, which was plotted as a function of axial distance along the 
diffuser length. After each 12-bit image was read into a matrix, the diffuser was segmented using 
the Sobel method of edge detection provided in MATLAB. The segmented objects were eroded 
and dilated using a 5x5 pixel square structuring element to remove background objects. The 
average pixel intensity value for each axial section of the diffuser was calculated by summing the 
pixel values in a section and averaging over the diffuser width. The magnification of the imaging 
system resulted in sections 36.5 μm thick.  In order to ascertain trends in the data, the 36.5-μm
section values were passed through a 5-point average moving filter, effectively analyzing 146-
μm sections without reducing the number of data points.
Based on the system described by Murrer et al. [17], a goniometric apparatus (Fig. 3) was 
built to characterize the polar light distribution for a given axial position. The diffuser was 
mounted on a combination translation/rotation stage. A lens (F220SMA-B, Thorlabs, Inc., 
Newton, NJ) with a focal length of 11.0 mm was used to image (1:1) an element of the diffuser 
7onto the cleaved face of a 600-μm-core optical fiber. The other end of the optical fiber was 
directed to a power meter (LABMASTER-E power meter with LM-2 detector head and pre-
amplifier, Coherent Inc.) shielded from ambient light.
An integrating sphere (70491, Oriel Instruments, Stratford, CT) with a photodiode (PIN-
10DF, UDT Sensors, Inc., Hawthorne, CA) was used to measure the diffusion efficiency. The 
photodiode current, which was amplified using a current amplifier (13AMP005, Melles Griot, 
Irvine, CA), varied linearly with the radiant power. First, the total radiant power emitted from the 
diffuser, including light emitted from the diffusing surface and from the distal end, was measured 
by inserting the entire diffuser through an aperture slightly larger than the diffuser diameter into 
the integrating sphere. The diffuser was then withdrawn in 1-cm increments and the power 
emitted from the distal portion inside the sphere was measured. The difference between the total 
power and each distal power was then divided by the total power to obtain the diffusion 
efficiency (percentage of incident light emitted outward) over lengths of 1, 2, and 3 cm.
Since the optical characterization instrumentation was designed for straight diffusers, a 
simulation was conducted to compare the emission of straight and curved (270° bend) diffusers 
using ZEMAX ray tracing software (ZEMAX Development Corporation, Bellevue, WA). The 
embedded fiber coupling scheme was modeled. The Gaussian scattering model in ZEMAX was 
employed on the abraded surface to simulate the strongly forward-directed emission observed 
empirically. Virtual annular detectors (inner diameter = 1 mm, outer diameter = 5 mm) placed at 
1-cm intervals along the length and a virtual circular detector (diameter = 1 mm) placed at the 
distal end of each diffuser recorded the diffuser emission and amount of light exiting the distal 
end, respectively.
8To determine the power handling capability of the fiber-coupled diffuser in air, an 808-nm 
fiber-coupled diode laser (UM7800/100/20, Unique-m.o.d.e., Jena, Germany) was connected to 
the optical fiber. The distal end of a 300-μm-diameter diffuser was inserted into the integrating 
sphere assembly previously described to monitor the light transmission through the diffuser. The 
laser power was stepped up in 1-W increments every 30 s until the photodiode signal suddenly 
dropped, indicating that the SMP thermal damage threshold had been exceeded. The experiment 
was conducted for four different diffusers. In addition, diffusers submerged in 37°C (body 
temperature) water were subjected to laser powers up to 8.6 W and the extent of thermal damage
was assessed.
3 Results and Discussion
As shown in Fig. 4, the nozzle translation speed, blasting pressure, and nozzle-to-sample 
distance can be adjusted to tailor the emission profile from predominantly proximal emission to 
axially uniform emission. The diffusion efficiencies of the 1-mm-diameter diffusers over axial 
distances of 1, 2, and 3 cm are listed in Table 1 for the various blasting parameters. More severe 
media blasting (i.e., higher blasting pressure, shorter nozzle-to-sample distance, and/or slower 
nozzle translation speed) generally resulted in more light emission proximally; less severe media 
blasting tended to yield more uniform axial emission. There was a trade-off between axial 
uniformity and the diffusion efficiency over the entire 3-cm length, though diffusers emitting 80-
90% of the incident laser light fairly uniformly over a length of 3 cm were created. One possible 
method of increasing the amount of light emitted outward is to incorporate a reflective surface at 
the distal end of the diffuser. Light that would otherwise exit from the distal end of the SMP rod 
9would be reflected back into the rod and possibly be emitted outward. Future devices may 
include such a feature.
As shown in Fig. 5(a), the emitted light is circumferentially uniform and strongly forward-
directed. The strongly forward-directed emission in air becomes more isotropic in interstitial 
applications such as PDT since the tissue further scatters light [17]. This is also the case for 
photothermally actuated SMP porous foam devices [8, 9] which inherently scatter light, resulting 
in more symmetric heating of the SMP foam volume. This was demonstrated by the flattened 
polar emission profile of a diffuser surrounded by an SMP foam collar shown in Fig. 5(b). In 
addition to increasing the overall outward emission, the addition of a reflective surface at the 
distal end may also increase the amount of backward-directed emission, improving the polar
uniformity. Appropriate combinations of blasting parameters needed for optimal performance of 
a reflective-tipped diffuser may be investigated in future work.
Similar to the results for the 1-mm-diameter diffusers, we created 300-μm-diameter diffusers 
that radially emit over 80% of the incident light over a length of 1 cm as shown in Fig. 6(a, b);
these diffusers were designed for use with our embolic foam devices [8, 9]. By increasing the 
nozzle-to-sample distance, we also created 300-μm-diameter diffusers that radially emit 100% of 
the incident laser light nearly uniformly over a length of 3 cm, which is desirable for in situ
photoactivation of PDT drugs. Fig. 6(c) indicates the forward-directed nature of the emission for 
the 300-μm-diffusers.
Results of the ZEMAX simulation comparing the emission of 1-mm-diameter, 3-cm-long 
straight and curved diffusers are shown in Fig. 7. The virtual detectors collecting the emitted 
light indicate similar axial, polar, and circumferential (azimuthal) emission for the straight and 
curved diffusers. Different curved geometries will yield different results.
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The distribution of optical transmission modes in the SMP diffusers affects the emission 
profile. The axial distance required to achieve equilibrium mode distribution (EMD) in a 1-mm-
diameter plastic step-index optical fiber (NA = 0.51, θc = 20°) is approximately 20 m [21, 22], a 
length much greater than the SMP diffusers in this study. However, EMD is achieved in a much 
shorter axial distance for the SMP diffusers as a result of scattering at the abraded surface in 
addition to diffraction by microscopic defects in the SMP rod such as diameter changes, cracks, 
voids, and density fluctuations [22]. The mode coupling was assessed by observing the far-field 
intensity pattern emitted from the distal end of the lens-coupled 1-mm-diameter 8.5-cm-long 
SMP rods (both the proximal and distal ends were polished using lapping paper) with and 
without diffusing regions. The 3-cm-long diffusing regions were created using blasting pressures 
of 10 and 50 psi, respectively, at a nozzle translation speed of 3 mm/s and a nozzle-to-sample 
distance of 3 cm. The far-field intensity pattern emitted from a non-diffusing SMP rod (surface 
not abraded) was a donut comprising higher-order modes indicating EMD was not achieved 
(higher-order modes did not significantly couple into lower-order modes) [21, 22]. The donut
pattern, which can be generated from a multimode fiber-coupled diode laser [23], indicates that 
the lower-order modes initially launched into the SMP rod were suppressed or redistributed into 
higher-order modes. The far-field intensity pattern for the SMP diffuser created at 10 psi 
indicated significant coupling of higher-order modes into lower-order modes. The far-field 
intensity pattern for the SMP diffuser created at 50 psi was approximately a disk with its peak 
intensity at the center suggesting nearly complete mode filling [21, 22]. Based on these results, 
the fiber-coupled 300-μm-diameter SMP diffusers in this study are also expected to achieve 
significant mode filling.
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The thermal damage threshold at the laser wavelength of 808 nm (SMP absorption 
coefficient ≈ 0.01 cm-1, see Fig. 2(a)) for each of four 300-μm-diameter diffusers was reached 
after 10 s at 6 W, 15 s at 8 W, 8 s at 7 W, and 4 s at 3 W, respectively. Upon visual inspection, 
the point of failure was observed near the tip of the 100-μm-core optical fiber, where the power 
density in the SMP rod is at a maximum. The cause of the relatively low threshold of the fourth 
diffuser is unknown, though it may be related to the absorption of back-directed laser light by the 
burnt polyimide coating. Investigation of diffusers created using alternative polyimide removal 
techniques or polished fibers (no polyimide removal) may provide additional insight.
For endovascular or interstitial applications, the diffusers would be surrounded by blood or 
tissue, not air. When submerged in water (zero flow) during in vitro device actuation 
experiments, diffusers consistently withstood 8.6 W for ~1 min without suffering thermal 
damage. The efficient cooling provided by the surrounding fluid raised the thermal damage 
threshold of the SMP relative to that in air. For applications that do not require such small 
diffusers, using a larger core optical fiber would reduce the power density, potentially further 
increasing the thermal damage threshold and, hence, the maximum output power.
4 Conclusion
We have demonstrated fabrication of SMP cylindrical diffusers mounted on optical fibers for use 
in endoluminal and interstitial biomedical applications. The fabrication process utilized a
combination of injection molding to form the SMP cylinder around the optical fiber and media 
blasting to create the diffusing surface. The Tg of the SMP can be chosen to provide the 
appropriate degree of flexibility for the application and the media blasting parameters can be 
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adjusted to yield the desired axial emission profile. In general, the diffusers were strongly 
forward-directed and withstood up to 8 W of incident infrared laser light without suffering 
damage.
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Table 1: Diffusion efficiencies (%) of the 1-mm-diameter, 3-cm-long diffusers over axial 
distances of 1, 2, and 3 cm (values separated by commas)a for various nozzle-to-sample distances 
(D = 1, 2, and 3 cm), nozzle translation speeds (S = 1, 2, and 3 mm/s), and blasting pressures (P
= 10, 30, and 50 psi).
D = 1 cm D = 2 cm D = 3 cm
S = 1 mm/s
P = 10 psi 39, 71, 91 (9) 12, 31, 60 (40) 5, 10, 18 (82)
P = 30 psi 75, 94, 98 (2) 70, 91, 97 (3) 13, 29, 47 (53)
P = 50 psi 54, 81, 90 (10) 77, 90, 94 (6) 63, 89, 96 (4)
S = 2 mm/s
P = 10 psi 10, 29, 62 (38) 13, 26, 41 (59) 6, 13, 23 (77)
P = 30 psi 25, 55, 79 (21) 45, 73, 90 (10) 40, 68, 86 (14)
P = 50 psi 39, 74, 91 (9) 67, 91, 96 (4) 61, 87, 96 (4)
S = 3 mm/s
P = 10 psi 17, 32, 51 (49) 13, 31, 49 (51) 1, 6, 12 (88)
P = 30 psi 25, 45, 65 (35) 32, 63, 81 (19) 17, 31, 47 (53)
P = 50 psi 43, 69, 82 (18) 58, 89, 98 (2) 55, 83, 94 (6)
aThe first three values represent the percentage of incident light emitted over the first 1 cm of 
diffuser length, the first 2 cm of diffuser length, and the entire 3 cm, respectively. The fourth 
value (in parentheses) represents the percentage of incident light exiting the distal end of the 
diffuser and is equal to the difference between the diffusion efficiency over 3 cm and 100%. For 
example, a perfectly uniform diffuser with a diffusion efficiency of 90% over 3 cm would have 
values of 30, 60, and 90% with 10% exiting the distal end.
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Fig. 1. (a-c) Series of images showing a cylindrical SMP rod (380 μm diameter) attached to a 
100-μm-core optical fiber undergoing thermally-induced shape recovery from a secondary 
straight form to its programmed coil form. The SMP was doped with a laser-absorbing dye to
enable laser heating. The SMP diffusers could be similarly programmed to change shape if 
desired. An infrared diode laser was used as the actuation source.
Fig. 2. (a) Absorption coefficient of the SMP as a function of wavelength. Absorbance data was 
acquired using a Cary 300 spectrophotometer (Varian, Inc., Palo Alto, CA). (b) Microscope 
image of an SMP diffuser showing the optical fiber (125 μm diameter including the polyimide 
coating) embedded in an SMP rod (300 μm diameter). The polyimide coating was burned off of 
the optical fiber prior to cleaving the tip.
Fig. 3. Schematic diagram of the goniometric apparatus used to characterize the polar light 
distribution. The SMP diffuser is mounted on a translation/rotation stage enabling measurement 
at various axial locations along the diffuser length and polar angles from -65° (backward 
emission) up to 70° (forward emission). A polar angle of 0° corresponds to perpendicular 
emission. Laser light is coupled into the diffuser in the direction indicated by the large arrow. 
DIFF: SMP diffuser, L: imaging lens with focal length f, FO: 600 μm core fiber optic, DET: 
detector.
Fig. 4. Selected axial emission profiles illustrating the effect of changing the (a) nozzle 
translation speed, (b) blasting pressure, and (c) nozzle-to-sample distance for the 1 mm diameter 
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diffusers. In (a), the nozzle-to-sample distance was 3 cm and the blasting pressure was 50 psi. In 
(b), the nozzle-to-sample distance was 3 cm and the nozzle translation speed was 1 mm/s. In (c), 
the nozzle translation speed was 1 mm/s and the blasting pressure was 30 psi. The curves were 
normalized based on the amount of light emitted over the entire 3 cm length measured using the 
integrating sphere system.
Fig. 5. (a) Axial emission profiles and images of a single 1 mm diameter diffuser acquired at 
azimuth angles of 0°, 90°, 180°, and 270° to illustrate the circumferential uniformity. (b) Polar 
emission profile at an axial distance of 0.5 cm of a 1 mm diameter bare diffuser and the same 
diffuser surrounded by an SMP foam collar 1.5 mm thick. In (b), a “corrected” foam-covered 
diffuser curve is included to better illustrate the redistribution of the emitted light. The curve was 
obtained by increasing the measured power values by a factor of 5 to approximately compensate 
for the reduced irradiance at the surface imaged by the goniometer due to the 4x increase in 
diameter and ~20% loss due to absorption by the foam (measured using the integrating sphere).
In (a) and (b), the diffuser was made using a nozzle translation speed of 3 mm/s, a blasting 
pressure of 50 psi, and a nozzle-to-sample distance of 3 cm.
Fig. 6. (a) Axial emission profiles and (b) images of 300 μm diameter diffusers created using 
nozzle-to-sample distances, D, of 1 and 3 cm. In (a), the curves were normalized based on the 
amount of light emitted over the entire 3 cm length measured using the integrating sphere 
system. The diffusion efficiencies over axial distances of 1, 2, and 3 cm were 82, 99, and 100%, 
respectively, for D = 1 cm and 37, 68, and 91%, respectively, for D = 3 cm. (c) Polar emission 
profiles of the diffusers in (a) and (b) at axial distances of 0.5 cm (D = 1 and 3 cm) and 1.5 cm 
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(D = 3 cm only). In (c), the curves were normalized to have equal power at a polar angle of 0° 
(perpendicular to diffuser axis). In (a-c), the nozzle translation speed and blasting pressure were 
3 mm/s and 40 psi, respectively.
Fig. 7. ZEMAX simulation comparing the emission of straight (left column) and curved (right 
column) 1-mm-diameter, 3-cm-long diffusers. The radius of curvature of the curved diffuser is 
6.366 mm and the bend angle is 270°. A total power of 1 W was launched from the embedded 
fiber. The irradiance at the surface of each of the three virtual annular detectors is plotted and the 
total incident power is noted for each diffuser. The power exiting the distal end of each diffuser 
is also noted. The detector surfaces are comprised of triangular pixels.
20
Fig.1 
Fig. 2
Fig. 3
21
Fig. 4
Fig. 5
22
Fig. 6
23
Fig. 7
